

















DATE: Area: ]ANALYSIS PERFORMED BY: Haney
5/20/98 Wipe Test Rm., Bldg 102. Fixed readings
COUNTING SYSTEM DATA
INSTRUMENT LD.: 143040 o 143040 |DETECTOR I.D.: N/A
MODEL NUMBER: 2224 2224|MODEL NUMBER: N/A
EFFICIENCIES: o: 24.7 MDA: «: 0.3 DPM
By: 9.8 By: 5.4 DPM
PERFORMED BY: Dias, Cornette, Holthouser
SAMPLE COUNT TIME: 1 ACTIVITY REPORT IN: DPM X
Minute mCi
o BACKGROUND: 0.8 CPM |By BACKGROUND: 117 CPM
SAMPLE I.D./DESCRIPTION GROSS COUNTS NET COUNTS ACTIVITY
Gaum Base Closure, Cal Facility o By o By o By
Grid No. Location
1 1 Wall 1 122 0.2 5 <MDA <MDA
2 1 111 0.2 -6 <MDA <MDA
3 0 123 -0.8 6 <MDA <MDA
4 2 139 1.2 22 <MDA <MDA
5 0 110 -0.8 -7 <MDA <MDA
2 1 Wall 1 125 0.2 8 <MDA <MDA
2 0 113 -0.8 -4 <MDA <MDA
3 1 108 0.2 -9 <MDA <MDA
4 0 117 -0.8 0 <MDA <MDA
5 0 122 -0.8 5 <MDA <MDA
3 1 Wall 1 110 0.2 -7 <MDA <MDA
2 1 111 0.2 -6 <MDA <MDA
3 0 97 -0.8 -20 <MDA <MDA
4 1 99 0.2 -18 <MDA <MDA
5 2 101 1.2 -16 <MDA <MDA
4 1 Wall 1 118 0.2 1 <MDA <MDA
2 2 113 1.2 -4 <MDA <MDA
3 0 118 -0.8 1 <MDA <MDA
4 2 115 1.2 -2 <MDA <MDA
5 1 121 0.2 4 <MDA <MDA
5 1 Floor 0 119 -0.8 2 <MDA <MDA
2 1 136 0.2 19 <MDA <MDA
3 0 101 -0.8 -16 <MDA <MDA
4 0 116 -0.8 -1 <MDA <MDA
5 1 123 0.2 6 <MDA <MDA
6 1 Floor 0 98 -0.8 -19 <MDA <MDA
2 0 108 -0.8 -9 <MDA <MDA
3 1 112 0.2 -5 <MDA <MDA
4 0 124 -0.8 7 <MDA <MDA
5 1 101 0.2 -16 <MDA <MDA
Remarks: Surveyors: T. Dias, D. Cornette, R. Holthouser
Reviewed by: ‘—\’W%m [Date: 0 /i /<e




DATE: Area: IANALYSIS PERFORMED BY: Haney
5/20/98 Wipe Test Rm., Bldg 102. Fixed readings
COUNTING SYSTEM DATA
INSTRUMENT L.D.:  « 143876 [ 143876 |DETECTOR LD.: N/A
MODEL NUMBER: 2224 2224/ MODEL NUMBER: N/A
EFFICIENCIES: o: 0.21 MDA: «: 32.7 DPM
By: 0.12 By: 4417 |DPM
PERFORMED BY: Dias, Cornette, Holthouser
SAMPLE COUNT TIME: 1 ACTIVITY REPORT IN: DPM X
Minute mCi
o BACKGROUND: 0.8 CPM [ByBACKGROUND: 117 CPM
SAMPLE 1.D./DESCRIPTION GROSS COUNTS NET COUNTS ACTIVITY
Gaum Base Closure, Cal Facility o By o By o By
Grid No. Location
7 1 Floor 0 98 -0.8 -19 <MDA <MDA
2 1 103 0.2 -14 <MDA <MDA
3 2 113 1.2 -4 <MDA <MDA
4 1 115 0.2 -2 <MDA <MDA
5 0 107 -0.8 -10 <MDA <MDA
8 1 Ceiling 2 188 1.2 71 <MDA 591.7
2 7 226 6.2 109 <MDA 908.3
3 2 198 1.2 81 <MDA 675.0
4 2 212 1.2 95 <MDA 791.7
5 1 177 0.2 60 <MDA 500.0
9 1 Ceiling 3 182 2.2 65 <MDA 541.7
2 2 187 1.2 70 <MDA 583.3
3 5 210 4.2 93 <MDA 775.0
4 2 175 1.2 58 <MDA 483.3
5 5 222 4.2 105 <MDA 875.0
10 1 Ceiling 2 210 1.2 93 <MDA 775.0
2 3 216 2.2 99 <MDA 825.0
3 2 197 1.2 80 <MDA 666.7
4 1 156 0.2 39 <MDA <MDA
5 5 163 4.2 46 <MDA <MDA
Remarks:  Surveyors: T. Dias, D. Cornette, R. Holthouser

[Date: 1O /i ,/ g2

Reviewed by: -\%m% NM




